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Adaptive Statistical Iterative Reconstruction-V: Impact on
Image Quality in Ultralow-Dose Coronary Computed
Tomography Angiography
Dominik C. Benz, MD, Christoph Gräni, MD, Fran Mikulicic, MD, Jan Vontobel, MD, Tobias A. Fuchs, MD,
Mathias Possner, MD, Olivier F. Clerc, MD, Julia Stehli, MD, Oliver Gaemperli, MD, Aju P. Pazhenkottil, MD,
Ronny R. Buechel, MD, and Philipp A. Kaufmann, MD
Objective: The clinical utility of a latest generation iterative reconstruc-
tion algorithm (adaptive statistical iterative reconstruction [ASiR-V]) has
yet to be elucidated for coronary computed tomography angiography
(CCTA). This study evaluates the impact of ASiR-Von signal, noise and
image quality in CCTA.
Methods: Sixty-five patients underwent clinically indicated CCTA on a
256-slice CT scanner using an ultralow-dose protocol. Data sets from each
patient were reconstructed at 6 different levels of ASiR-V. Signal intensity
was measured by placing a region of interest in the aortic root, LMA, and
RCA. Similarly, noise was measured in the aortic root. Image quality was
visually assessed by 2 readers.
Results: Median radiation dose was 0.49 mSv. Image noise decreased
with increasing levels of ASiR-V resulting in a significant increase in signal-
to-noise ratio in the RCA and LMA (P < 0.001). Correspondingly, image
quality significantly increased with higher levels of ASiR-V (P < 0.001).
Conclusions: ASiR-V yields substantial noise reduction and improved
image quality enabling introduction of ultralow-dose CCTA.
Key Words: adaptive statistical iterative reconstruction V,
ultralow-dose CCTA, coronary computed tomography, noise reduction,
dose reduction
(J Comput Assist Tomogr 2016;00: 00–00)
C oronary computed tomography angiography (CCTA) has be-come an important noninvasive tool for the evaluation of cor-
onary artery disease (CAD). However, its growing clinical use has
raised concerns about the increased burden of radiation exposure
for patients.1 Because cumulative radiation exposure should be “as
low as reasonably achievable,” various strategies have been devel-
oped to enable low-dose CCTA. Most importantly, prospectively
electrocardiogram triggered axial acquisition,2,3 including high-
pitch helical scanning,4 has paved the way for a reduction of radi-
ation dose exposure from over 20 mSv with conventional helical
acquisition5 to around 2 mSv in daily clinical routine.2 However,
despite these impressive technological advances in CT hardware,
with traditional reconstruction methods, such as filtered back pro-
jection (FBP), increased image noise and degraded image quality
have limited further dose reduction by means of tube current and
voltage decrease. To overcome this impediment, several types of
iterative reconstruction (IR) methods have been developed and
validated for different clinical indications.6–10
With adaptive statistical iterative reconstruction (ASiR; GE
Healthcare, Waukesha, WI USA) preserved signal-to-noise ratio
(SNR) and study interpretability was demonstrated despite a 44%
radiation dose reduction.11 On the downside, higher levels of ASiR
have been reported to cause image quality issues, such as an in-
creasing “plastic” appearance.12
A novel model-based IR algorithm (Veo; GE Healthcare)
provides considerably better image quality than FBP and
ASiR,6,13 with high diagnostic accuracy even at ultralow radiation
doses,14 but has not yet been implemented in clinical routine for
cardiac CT due to its high computational requirements and long
processing time.
As an alternative, a modification of ASiR (ASiR-V; GE
Healthcare) has been suggested with more advanced system noise
statistics as well as object modeling and added physics modelling—
the major contributors to noise reduction and low-contrast resolu-
tion improvements. These complex prediction models include
modeling of exact geometric features of the cone beam and the ab-
sorbing voxels as well as x-ray physics (eg, scatter, crosstalk).
Thereby, ASiR-V substantially reduces image noise and improves
contrast-to-noise ratio (CNR) compared with FBP and ASiR as
documented in a recent phantom study.15 However, no data are
available on the performance of ASiR-V for CCTA in a clinical
setting with humans.10
The aim of the present study was to investigate the impact of
ASiR-V on SNR, CNR, and image quality, and to determine the
optimal combination of ASiR-V and FBP in patients referred for
noninvasive evaluation of CAD by CCTA.
MATERIALS AND METHODS
Patient Population
We prospectively included 65 consecutive patients whowere
referred for the assessment of known or suspected CAD with
CCTA. Exclusion criteria were known hypersensitivity to iodin-
ated contrast agents and renal insufficiency (glomerular filtration
rate, <60 mL/min). The study was approved by the local ethics
committee (KEK-ZH-Nr. 214–0632), and all patients provided
written informed consent.
Image Acquisition
All patients underwent contrast-enhanced CCTA during
breath-hold at inspiration with prospectively electrocardiogram-
triggered axial acquisition at 75% of the R-R interval with no
padding used and with single-beat 16-cm coverage on a latest
generation 256-slice high-resolution CT scanner (Revolution
CT; GE Healthcare). Up to 30 mg metoprolol (Beloc Zok; Astra
Zeneca, London, UK) was administered intravenously before
the examination if heart rate was higher than 65 per minute to
obtain optimal image quality for CCTA.3 Patients received 0.4 mg
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sublingual isosorbiddinitrate (Isoket; Schwarz Pharma, Monheim,
Germany) 2 minutes before the CCTA scan.
Iodixanol (Visipaque 320, 320 mg/mL; GE Healthcare,
Buckinghamshire, UK) was injected into an antecubital vein
followed by 50-mL saline solution via an 18-gauge catheter. Con-
trast volume (25–45 mL) and flow rate (3.5–5 mL/s) were
adapted to body mass index according to our clinical experi-
ence.16 For CCTA acquisition, collimation of 256  0.625 mm
and gantry rotation time of 0.28 seconds was used, field of view
was 25 cm. Tube voltage (80–120 kVp) and tube current (180–
310 mA) were adapted to body mass index.6 All scans were ac-
quired in high-resolution mode with an in-plane spatial resolution
of 0.23  0.23 mm.
Image Reconstruction
The image reconstruction process allows a combination of
FBP with ASiR-V at incremental blending factors ranging from
0% to 100%. Thus, images with 0% ASiR-V represent a recon-
struction with FBP only, whereas images with 1% to 99%
ASiR-V consist of a composite of ASiR-V with the inverse pro-
portion of FBP, and 100% ASiR-V resembles a reconstruction
with ASiR-V only. Six data sets with increasing blending factors
(ie, 0%, 20%, 40%, 60%, 80%, and 100% ASiR-V) were recon-
structed for each patient using a high-definition kernel with a
display field of view of 25 cm. Radiation dose for CCTAwas de-
termined by the dose-length product multiplied by the conversion
factor of 0.014 mSv  mGy−1  cm−1.
Quantitative Image Analysis
On a dedicated workstation (AdvantageWorkstation 4.6; GE
Healthcare), for every patient, the aortic root was examined at the
level of the left main coronary artery on an axial image using a re-
gion of interest (ROI) with 20 mm diameter to measure mean at-
tenuation (representing signal) and its standard deviation (SD,
representing noise) in Hounsfield units (HU). Similarly, measure-
ments of mean attenuation in the proximal LMA and RCAwere
obtained using a ROI with 2-mm diameter on axial images and
due care was taken to avoid calcifications and streak artefacts. Fi-
nally, a ROI with 2-mm diameter was placed in the adjacent
perivascular tissue to measure the vessel contrast expressed as
the difference in mean attenuation in HU between the contrast en-
hanced vessel and the adjacent perivascular tissue (Fig. 1). To en-
sure that the same location was measured in all reconstructions, a
semiautomated tool was used (Compare Viewer; GE Healthcare).
The obtained measurements were used to calculate CNR, for which
noise was defined as the standard deviation in the aortic root
([Mean attenuationLMA or RCA − Mean attenuationperivascular tissue]/
Standard deviationAortic root). Correspondingly, the signal-to-noise
FIGURE 1. Axial images depicting the aortic root and the left main (LM) artery at different ASiR-V levels (A 0%, B 20%, C 40%,D 60%, E 80%,
and F 100%). Attenuationwasmeasured in HU in the aortic root, in the proximal LMand the adjacent perivascular fat. Similarly, attenuation
was measured in the proximal right coronary artery and the adjacent perivascular fat (not shown).
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was calculated as the ratio between the mean attenuation in the
coronary artery (LMA or RCA) and the standard deviation in
the aortic root.
Qualitative Image Analysis
Qualitative image assessment was performed visually by
2 independent readers experienced in CCTA analysis. Six recon-
structions (ie, 0%, 20%, 40%, 60%, 80%, and 100% ASiR-V)
were reconstructed for each patient and transferred to a dedicated
workstation (AW 4.6; GE Healthcare). The reconstructed data
sets were presented to each reader in a randomized order and
without any annotations to ensure blinding of the readers to pa-
tient information and to the ASiR-V level used for reconstruc-
tion. Axial image stacks were reviewed, and an image quality
score was assigned for each coronary artery segment,17 based
on a 5-point Likert scale as previously described:12 1, poor, im-
paired image quality limited by excessive noise or poor vessel
wall definition; 2, adequate, reduced image quality with poor
vessel wall definition or excessive image noise, limitations in
low contrast resolution remain evident; 3, good, impact of image
noise, limitations of low contrast resolution and vessel margin
definition are minimal; 4, very good, good attenuation of vessel
lumen and delineation of vessel walls, relative image noise is
minimal, coronary wall definition, and low contrast resolution
well maintained; and 5, excellent, excellent attenuation of the
vessel lumen and clear delineation of the vessel walls, limited
perceived image noise (Fig. 2).
Readers were instructed to ignore issues leading to degrada-
tion of image quality that could not be attributed to the reconstruc-
tion algorithm, such as motion artefacts. Importantly, all segments
present were evaluated regardless of size. The mean value of the
image quality scores from all coronary artery segments of 1 data
set was used for statistical analysis.
Statistical Analysis
Quantitative variables are expressed as mean ±SD or as me-
dian with interquartile range (IQR) if not normally distributed. Cat-
egorical variables are expressed as frequencies or percentages. The
data were tested for normal distribution using the Kolmogorov-
Smirnov test. ASiR-V reconstructions were compared using
repeated-measures analysis of variance, and post hoc pairwise
comparisons were adjusted for multiple comparisons by the
Bonferroni correction. Nonparametric variables were compared
using the Friedman test. Inter-reader agreement was assessed for
all patients and ASiR-V reconstructions using intraclass correla-
tion analysis. For assessment of intrareader agreement, the first
20 consecutive patients were analyzed. To assess the correlation
between quantitative and qualitative variables, Spearman correla-
tion was applied. SPSS 20.0 (IBM Corporation, Armonk, NY)
was used for analysis. A P value less than 0.05 was considered
statistically significant.
RESULTS
Study Population
Sixty-five consecutive patients were included in the study.
The patient baseline characteristics are summarized in Table 1.
Median voltage was 100 kV (IQR, 100–100 kV), median current
was 290 mA (IQR, 225–355 mA), resulting in a median effective
radiation dose of 0.49 mSv (IQR, 0.4–0.6 mSv). The median con-
trast agent volume was 35 mL (IQR, 30–40 mL). Mean heart rate
was 58 ± 8 bpm, with 9% of patients having a heart rate
above 65 bpm.
Quantitative Image Analysis
An overview on the quantitative measurements is given in
Table 2. Although signal intensity in the aortic root remained un-
changed among the different levels of ASiR-V (P = ns), there was
a slight but statistically significant decrease in signal intensity in
the LMA and RCA with increasing ASiR-V levels (P < 0.001).
By contrast, image noise decreased substantially with increasing
ASiR-V levels, resulting in a significant increase of the SNR
and CNR in the LMA and RCA.
Moreover, post hoc pairwise comparisonwith Bonferroni ad-
justment revealed greatest noise reduction and highest SNR as
well as highest CNR in reconstructions with 100% ASiR-V
(P < 0.001; Table 2). Compared with 100% ASiR-V, there was a
relative increase of noise in the aortic root of +28%, +60%,
+92%, +128%, and +164% for reconstructions using 80%, 60%,
40%, 20%, and 0% ASiR-V, respectively. Conversely, compared
FIGURE 2. The examples of each level of image quality give an impression on how the readers assessed the image quality, with Likert scales 5
(A), 4 (B), 3 (C), 2 (D) and 1 (E).
TABLE 1. Patient Baseline Characteristics (n = 65)
Male sex (%) 59
Age, y
Median 58
Interquartile range 45–63
Cardiovascular risk factors
Body mass index, kg/m2
Median 25.7
Interquartile range 22.2–28.9
Smoking (%) 31
Diabetes mellitus (%) 5
Hypertension (%) 45
Dyslipidemia (%) 37
Positive family history of (%) 25
Clinical symptoms (%)
Typical angina pectoris 3
Atypical chest pain 39
Dyspnoea 15
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with 100% ASiR-V, a relative decrease of SNR in the LMA of
−21%, −36%, −46%, −54%, and −59% was observed for recon-
structions using 80%, 60%, 40%, 20%, and 0% ASiR-V, respec-
tively. In the RCA, similar relative decrease of SNR was found:
−20%, −35%, −46%, −53%, and −58%, for reconstructions using
80%, 60%, 40%, 20%, and 0% ASiR-V, respectively.
Qualitative Image Analysis
Results of the qualitative image analysis are given in Table 2.
Image quality, as assessed visually, significantly improved with
increasing ASiR-V levels. Post hoc pairwise comparison with
Bonferroni adjustment revealed the highest values (ie, 3.6 and
3.4 for readers 1 and 2, respectively) for reconstructions using
100% ASiR-V. Of note, for both readers, reconstructions with
100% ASiR-V were scored significantly better than reconstruc-
tions with 80% ASiR-V (for reader 1: mean difference = 0.4,
P < 0.001; for reader 2: mean difference = 0.6, P < 0.001).
Inter-reader (i = 0.88, P < 0.001) and intrareader (r = 0.91,
P < 0.001) agreement was excellent. Consequently, the mean
values between the 2 readers were calculated for each patient
and each ASiR-V level to perform a correlation with quantitative
image analysis. Image quality correlated strongly and signifi-
cantly with SNR in the LMA and the RCA (P < 0.001; Fig. 3).
DISCUSSION
In this study, increasing ASiR-V levels resulted in significant
noise reduction, improved SNR and better image quality for
CCTA data sets acquired at ultralow radiation exposure (median,
0.49 mSv). In comparison with 0% to 80% ASiR-V, reconstruc-
tions with 100% ASiR-V not only provided the largest noise re-
duction and highest SNR but also offered the best image quality.
Of note, the increase in image quality correlated strongly with
increasing SNR.
These findings suggest that the noise reduction capabilities
of ASiR-V may allow implementation of lower tube voltage and
current without amplifying image noise or compromising image
quality. Compared with ASiR, the latest generation ASiR-V used
in the present study results in enhanced noise reduction, confirm-
ing the findings of a prior phantom study15 by extending it to
TABLE 2. Quantitative and Qualitative Image Analysis
Variable
Percentage ASiR-V Used for Image Reconstruction
P0% 20% 40% 60% 80% 100%
Quantitative image analysis
Signal AR (HU) 412 ± 88 412 ± 88 412 ± 88 412 ± 88 411 ± 88 412 ± 88 n.s.
Signal LMA (HU) 396* ± 79 393* ± 79 390* ± 79 387* ± 79 384* ± 79 381 ± 79 <0.001
Signal RCA (HU) 370* ± 70 366* ± 70 363* ± 71 359* ± 71 356* ± 72 352 ± 73 <0.001
Noise aortic root (HU) 66* ± 10 57* ± 8 48* ± 7 40* ± 5 32* ± 4 25 ± 4 <0.001
SNR LMA 6.3* ± 1.8 7.1* ± 1.9 8.3* ± 2.0 9.8* ± 2.1 12.1* ± 2.1 15.3 ± 2.3 <0.001
SNR RCA 5.9* ± 1.8 6.7* ± 1.9 7.7* ± 2.0 9.2* ± 2.1 11.3* ± 2.2 14.2 ± 2.6 <0.001
CNR LMA 8.0* ± 2.3 9.1* ± 2.4 10.5* ± 2.5 12.4* ± 2.5 15.1* ± 2.5 19.0 ± 2.7 <0.001
CNR RCA 7.8* ± 2.5 8.8* ± 2.6 10.1* ± 2.7 12.0* ± 2.7 14.5* ± 2.9 18.4 ± 3.1 <0.001
Image quality score
Reader 1 1.9* ± 0.4 2.0* ± 0.5 2.3* ± 0.5 2.7* ± 0.6 3.2* ± 0.7 3.6 ± 0.6 <0.001
Reader 2 1.6* ± 0.3 1.7* ± 0.3 2.0* ± 0.4 2.3* ± 0.5 2.8* ± 0.6 3.4 ± 0.4 <0.001
Mean values and standard deviations are given.
*Post-hoc pairwise comparison with Bonferroni-adjustment for multiple comparison reveals significant mean differences from ASiR-V 100% (P < 0.001).
LMA indicates left main artery; RCA, right coronary artery; n.s., not significant.
FIGURE 3. Correlation between image quality (i.e. mean values
between both readers) and SNR for each patient and each ASiR-V
level. Image quality correlated strongly and significantly with SNR in
the LMA (A) and in the RCA (B).
Benz et al J Comput Assist Tomogr • Volume 00, Number 00, Month 2016
4 www.jcat.org © 2016 Wolters Kluwer Health, Inc. All rights reserved.
                                     Copyright © 2016 Wolters Kluwer Health, Inc. Unauthorized reproduction of this article is prohibited.                                                              
                                     This paper can be cited using the date of access and the unique DOI number which can be found in the footnotes.
clinical CCTA in humans. As a consequence, ASiR-V may com-
plement the tools and strategies for radiation dose reduction. Fur-
thermore, the results of the present study demonstrate that
increasing levels of ASiR-V led to a continuous improvement of
image quality. In fact, at least for ultralow-dose CCTA, recon-
structionswith 100%ASiR-V yield the best image quality (Fig. 4).
This is in contrast with previous studies performed with the pre-
cursor of ASiR-V (ie, ASiR) for which degradation of image qual-
ity has been observed at levels of 80% and above, due to
increasing artificial texture perceived as a “plastic” appear-
ance.12,18 Interestingly, even with highest levels of ASiR-V, no
degradation of image quality is observed. This may be explained,
at least in part, by the fact, that in the present study, CCTAwas
acquired with lower tube current and voltage than in previous
studies. Thus, higher levels of IR may be more adequate to com-
pensate increased noise at these radiation doses, allowing CCTA
with ultralow-dose radiation exposure and with preserved
image quality.
Furthermore, vendor specific characteristics of detector ge-
ometry, scanner design, and system resolution may contribute to
differential performance of IR methods in various studies. The re-
sults of the present study may be at variance with those obtained
with other IR algorithms on other scanners. The present study re-
ports on the impact of latest generation IR on latest generation CT
technology from one vendor. Therefore, extrapolation to applica-
tion of ASiR-V and ASiR on other types of CT scanners—even
from the same vendor—should only be done with caution.
We acknowledge the following limitation to our study. We
cannot comment on the impact on diagnostic accuracy, due to
the lack of a standard of reference. However, this was beyond
the scope of the present study which aimed at evaluating the im-
pact of different levels of ASiR-Von quantitative and qualitative
image assessment. Furthermore, the protocol for contrast material
volume and flow rates in our institution falls in the lower end of
the range reported in the literature and recommendations. We
did not evaluate the potential impact of higher volumes and flow
rates on the present results because we have focused on the impact
of ASiR-V levels while keeping other parameters constant to
avoid confounders.19
CONCLUSIONS
Reconstruction with ASiR-V yields substantial image noise
reduction and improved image quality for CCTA data sets ac-
quired at low tube voltage and current, thus enabling robust intro-
duction of ultralow-dose CCTA protocols.
ACKNOWLEDGMENTS
The authors thank Verena Weichselbaumer, Edlira Loga and
Ennio Mueller for their excellent technical support.
REFERENCES
1. Sodickson A, Baeyens PF, Andriole KP, et al. Recurrent CT, cumulative
radiation exposure, and associated radiation-induced cancer risks from CT
of adults. Radiology. 2009;251:175–184.
2. Buechel RR, Husmann L, Herzog BA, et al. Low-dose computed
tomography coronary angiography with prospective electrocardiogram
triggering: feasibility in a large population. J Am Coll Cardiol. 2011;57:
332–336.
3. Husmann L, Valenta I, Gaemperli O, et al. Feasibility of low-dose
coronary CT angiography: first experience with prospective ECG-gating.
Eur Heart J. 2008;29:191–197.
4. Achenbach S, Marwan M, Ropers D, et al. Coronary computed
tomography angiography with a consistent dose below 1 mSv using
prospectively electrocardiogram-triggered high-pitch spiral acquisition.
Eur Heart J. 2010;31:340–346.
5. Hausleiter J, Meyer T, Hermann F, et al. Estimated radiation dose associated
with cardiac CT angiography. JAMA. 2009;301:500–507.
FIGURE 4. Curved multiplanar reformations depict a high-grade stenosis in the mid-LAD at different ASiR-V levels (A 0%, B 20%, C 40%,
D 60%, E 80%, and F 100%). An 80% stenosis of the mid-LAD was confirmed by invasive coronary angiography, and the patient was
successfully revascularized with a drug-eluting stent.
J Comput Assist Tomogr • Volume 00, Number 00, Month 2016 Impact of ASiR-V on Image Quality in ULD-CCTA
© 2016 Wolters Kluwer Health, Inc. All rights reserved. www.jcat.org 5
                                     Copyright © 2016 Wolters Kluwer Health, Inc. Unauthorized reproduction of this article is prohibited.                                                              
                                     This paper can be cited using the date of access and the unique DOI number which can be found in the footnotes.
6. Fuchs TA, Stehli J, Bull S, et al. Coronary computed tomography
angiography with model-based iterative reconstruction using a radiation
exposure similar to chest X-ray examination. Eur Heart J. 2014;35:
1131–1136.
7. Vardhanabhuti V, Loader RJ, Mitchell GR, et al. Image quality assessment
of standard- and low-dose chest CTusing filtered back projection, adaptive
statistical iterative reconstruction, and novel model-based iterative
reconstruction algorithms. AJR Am J Roentgenol. 2013;200:545–552.
8. Hou Y, Liu X, Xv S, et al. Comparisons of image quality and radiation dose
between iterative reconstruction and filtered back projection reconstruction
algorithms in 256-MDCT coronary angiography. AJR Am J Roentgenol.
2012;199:588–594.
9. Pickhardt PJ, LubnerMG, KimDH, et al. Abdominal CTwithmodel-based
iterative reconstruction (MBIR): initial results of a prospective trial
comparing ultralow-dose with standard-dose imaging. AJR Am J
Roentgenol. 2012;199:1266–1274.
10. Naoum C, Blanke P, Leipsic J. Iterative reconstruction in cardiac CT.
J Cardiovasc Comput Tomogr. 2015;9:255–263.
11. Leipsic J, Labounty TM, Heilbron B, et al. Estimated radiation dose
reduction using adaptive statistical iterative reconstruction in coronary
CT angiography: the ERASIR study. AJR Am J Roentgenol. 2010;195:
655–660.
12. Leipsic J, Labounty TM, Heilbron B, et al. Adaptive statistical iterative
reconstruction: assessment of image noise and image quality in coronary
CT angiography. AJR Am J Roentgenol. United States. 2010;195:
649–654.
13. Deák Z, Grimm JM, Treitl M, et al. Filtered back projection, adaptive
statistical iterative reconstruction, and a model-based iterative
reconstruction in abdominal CT: an experimental clinical study. Radiology.
2013;266:197–206.
14. Stehli J, Fuchs TA, Bull S, et al. Accuracy of coronary CT angiography
using a submillisievert fraction of radiation exposure: comparison with
invasive coronary angiography. J Am Coll Cardiol. 2014;64:772–780.
15. Lim K, Kwon H, Cho J, et al. Initial phantom study comparing image
quality in computed tomography using adaptive statistical iterative
reconstruction and new adaptive statistical iterative reconstruction v.
J Comput Assist Tomogr. 2015;39:443–448.
16. Husmann L, Herzog BA, Burkhard N, et al. Low-dose coronary CT
angiography with prospective ECG triggering: validation of a contrast
material protocol adapted to bodymass index.AJR Am J Roentgenol. 2009;
193:802–806.
17. Austen WG, Edwards JE, Frye RL, et al. A reporting system on patients
evaluated for coronary artery disease. Report of the Ad Hoc Committee for
Grading of Coronary Artery Disease, Council on Cardiovascular Surgery,
American Heart Association. Circulation. 1975;51:5–40.
18. KimM,Lee JM, Yoon JH, et al. Adaptive iterative dose reduction algorithm
in CT: effect on image quality compared with filtered back projection in
body phantoms of different sizes. Korean J Radiol. 2014;15:195–204.
19. Schroeder S, Flohr T, Kopp AF, et al. Accuracy of density measurements
within plaques located in artificial coronary arteries by X-ray multislice
CT: results of a phantom study. J Comput Assist Tomogr. 2001;25:
900–906.
Benz et al J Comput Assist Tomogr • Volume 00, Number 00, Month 2016
6 www.jcat.org © 2016 Wolters Kluwer Health, Inc. All rights reserved.
                                     Copyright © 2016 Wolters Kluwer Health, Inc. Unauthorized reproduction of this article is prohibited.                                                              
                                     This paper can be cited using the date of access and the unique DOI number which can be found in the footnotes.
